Horizontal and vertical resistance strength of infrazygomatic mini-implants.
This study assessed the adequacy of anchorage strength of infrazygomatic mini-implants in vertical and horizontal directions. Each brand of infrazygomatic mini-implant tested provided acceptable skeletal anchorage.